ABSTRACT. This work discusses the fabrication, development and potential response behaviors of Ag + ion-selective electrodes (Ag + -ISE) based on N,N'-bis(2-hydroxybenzyl)-1,3-diaminopropane (L1) and N,N'-bis(2-hydroxybenzyl)-2,2-dimethyl-1,3-diaminopropane (L2) as carriers. The observations indicated that the resulting electrode based on L1 toward Ag + showed stable near-Nernst slope approaching 58.7 mV/dec and the optimum potential response characteristics in a linear range at least five orders of magnitude with a detection limit of 1.0×10 -6 M. The proposed electrode displayed the preferential selectivity to Ag + against other tested cations. The excellent potential analytical characteristics could lead to the successful applications of silver assay in significant real samples, indicating that the proposed Ag + -ISE showed a significant advancement of measurement capabilities. But for the electrode based on L2, the poor potential response characteristics were observed in total experiment process.
INTRODUCTION
Potentiometric detectors based on ion-selective electrodes (ISEs) are especially suitable for fast, accurate, and selective detection of various target ions, because ionselective electrodes can offer high selectivity and sensitivity and are simple, handy and inexpensive as compared with other analytical instruments. Up to now, the design and synthesis of new carriers as the active components in ISEs have been received extensive attentions. 1 It was delightful that many effective compounds have been successfully used as suitable carriers in ISEs which were found to be sensitive to various alkali, alkaline earth and transition metal ions, such as Na 
, Pb
2+ and etc.
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Correspondingly, the same interest has been focused on the fabrication and development for Ag + -ISEs. Some polymeric membrane and coated graphite Ag
+ -ISEs based
Wen-Ju Xu, Ya-Qin Chai, and Ruo Yuan on diffferent sensing materials as carriers have been successively reported in literatures. [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] However, most of the Ag + -ISEs seemed to be mainly based on crown ether derivatives and calixarene derivatives as carriers. [11] [12] [13] [14] [15] [16] [17] And those derivatives with functional groups containing nitrogen or sulfur atoms as donors were found to show particular selectivity toward soft heavy metals ions, such as Ag + , and Hg 2+ ion. 11, 12, [14] [15] [16] Thus, such Ag + -ISEs inevitably suffer serious interference from Hg 2+ ion. Moreover, complicated and tedious synthesis of crown ether derivatives and calixarene derivatives limited the analytical applications of these Ag + -ISEs. As well known, the Schiff bases can easily form stable complexes with transition metal ions due to the performances of giving geometric and cavity control of hostguest complexation and modulation of lipophilicity, which can lead to their remakable sensitivity and selectivity for a specific ion. And almost all of metals form 1:1 metal complexes with them. Therefore, the applications and investigations for Schiff bases as sensing materials in ISEs have received increasing attentions. The Schiff bases with nitrogen and oxygen as donor atoms, which are well known to form strong complexes with transition metal ions, have been used as the carriers in ISEs which showed preferential selectivity to various metal ions, such as Ca 17 In this work the easily synthesized and simple amine phenol (i.e. Schiff base) ligands, N,N'-bis(2-hydroxybenzyl)-1,3-diaminopropane (L1) and N, N'-bis(2-hydroxybenzyl)-2, 2-dimethyl-1, 3-diaminopropane (L2) with N and O as donor atoms, were used as the sensing components in ISEs. We found that the resulting electrode based on L1 as a simple and an effective carrier gave preferential selectivity and high sensitivity toward silver(I) ion against other tested cations. To our knowledge, this is the first time for the amine phenol ligands as the carriers in ISEs.
EXPERIMENTAL

Reagents and apparatus
The amine phenol ligands used in this work were prepared according to the literature. 26 
Electrodes fabrication
The general procedure for the ion-sensing polymeric membranes, according to Thomas, etc.
28 is as follows: amine phenol ligand (10.0 mg), plasticizer (200.0 mg), PVC (100.0 mg) and NaTPB (1.0 mg) were dissolved in 3 mL of freshly distilled THF. The resulting mixture was poured in a 3.5× 3.5 cm 2 glass plate, and then an elastic, semitransparent membrane with a thickness of approximate 0.2 mm was formed after gradual evaporation of the THF at room temperature (usually 24 h). The resulting membrane consisted of 3.22 wt% carrier, 64.31 wt% plasticizer, 32.15 wt% PVC and 0.32 wt% NaTPB. A smaller disc of about 8 mm diameter was cut from each master membrane and fixed into an electrode body. After that, 0.1 M KNO 3 +0.01 M AgNO 3 were used as the internal filling solution. Conditioning of the electrodes was done by soaking them in 0.01 M AgNO 3 .
Potential measurements
The electrochemical cell was as following: Hg-Hg 2 Cl 2 |KCl(sat.)|0.1 M KNO 3 |sample solution|PVC-membrane| 0.1 M KNO 3 +0.01 M AgNO 3 |Ag-AgCl. The performance of the electrode was examined by measuring the cell emf for aqueous solutions of given ions. All emf values were measured at room temperature. To obtain the calibration curve of potential response, the data were constructed by plotting the potential (E/mV) vs. the logarithm of the concentration of silver(I) ion species (log[Ag + ]) in tested solutions.
According to IUPAC, selectivity coefficients, , were determined by the fixed interference method (FIM). 29 
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-2 M concentration of interfering cations was kept in various 
RESULTS AND DISSCUSSION
Preliminary study
In preliminary experiments, the complexation of carriers L1 and L2 with different cations was investigated conductometrically in dimethyl sulfoxide solution at 25 o C, 30 in order to obtain a clue about the stability of the resulting complexes. The results obtained by the basic experiments showed addition of the ligand to the metal ion solution caused a continuous decrease in the molar conductance, and the decrease began to level off at molar ratios up to 1. The much sharper inflection point in the case of L1 relative to that for L2 was also observed. This indicated that the 1:1 complexes (metal ion:L1 or L2) may be formed in solutions and the complex of metal ion:L1 was more stable than metal ion:L2. Further, the formation constants (logK f ) of the resulting complex (Ag Potential response characteristics of the electrodes For carriers L1 and L2, some membrane electrodes containing anion additive NaTPB and plasticized with o-NPOE were prepared. The potential response calibration curves of the resulting electrodes toward Ag + are compared in Fig. 1 . It can be seen that the electrode based on L1 displayed the optimum potential response to Ag + . This is likely due to the suitable size of the C-shaped cavity of the ligand L1, 25 which can lead to the effective formation of the affinities. The sub-Nernst sensitivity to Ag + for the L2-based electrode, on the other hand, might be attributed to the unfit size of L2 and larger steric hindrance for Ag + , which in turn cause the difficult complexing of L2 and Ag + and the inefficient cation exchange in the membrane interface.
The more detailed analytical characteristics of the electrodes based on L1 and L2 are summarized in Table 1 . Clearly, 10.0 mg carrier in the membrane is the best helpful to achieve the optimum potential response for L1 and L2. The electrode B based on L1 displayed near-Nernst response to Ag + in the dynamic concentration range of
M with the slope of 58.7±1.0 mV/dec and the IUPAC-defined detection limit of 1.0×10 -6 M.
29
The L2-based electrode E did not give good potential response, such as comparably low slope of the calibration curve (52.7±1.0 mV/dec) and narrow linear range about four orders of magnitude. Here, the Ag + -ISE based on the amine phenol L1 as simple and effective carrier showed better potential analytical characteristics, such as nearNernst slope, wider linear range and lower detection limit, compared with the electrodes based on crown ether derivatives and calixarene derivatives. Wen-Ju Xu, Ya-Qin Chai, and Ruo Yuan IUPAC definition of response time is the time when 90% of the final value of the potential has been reached upon a change in concentration. 29 For the optimized electrode B, at Ag + concentrations above 1.0×10 -4 M, 60-80 s was sufficient to reach less than 0.3 mV/min change in the potential, while about 2-3 min was required for lower concentrations. When the electrode that had been exposed to 0.1 M AgNO 3 was immersed into a buffer solution without AgNO 3 , its potential returned to the baseline potential within 3 min. Thus, the reversibility of the fast potential response of the proposed electrode B to Ag + was suggested according to the above observations. When the electrode B was immersed into 1.0×10 -2 M AgNO 3 solution over a period of 10 h, 0.67 mV (n=40) of the standard deviation (SD) of the potential readings was observed. The potential readings for the same electrode dipped alternately into solutions of 1.0×10 -3 and 1.0×10
M AgNO 3 gave a SD of 0.81. For the proposed electrode which was successively traced over 10 weeks, no detectable loss of the potential response characteristics was observed.
The effect of pH on the potential response was tested by immersing the electrode B into 1.0×10 -2 M AgNO 3 solution with different pH values (1.0-9.0). As shown in Fig.  2 , pH range of 3.0-7.5 was suitable for the proposed electrode, and instable potential response behaviors were observed at lower (<3.0) or higher pH (>7.5) values.
Selectivity
For the electrode B, the logarithm of selectivity coefficients, , is summarized in Fig. 3 . Obviously, the optimized electrode gave a high selectivity toward Ag . Definitely, the present electrode based on the amine phenol ligand L1 is superior to the conventional Ag 2 S-based electrodes from this point of view.
On the other hand, it should be noted that there was some interference of a bivalent metal ion, Cu
2+
, according to the selectivity coefficient (log =1.05), indicating that Cu 2+ ion is the stronggest interferent. But the selectivity of an ion-selective electrode is concentration dependent. In order to establish the Cu 2+ concentration that can be tolerated in determining Ag + ion, the potential response of the electrode B was investigated in the 1.0×10 whole dynamic concentration ranges. But Cu 2+ ion at higher concentrations caused a decrease of linear range and an increase of detection limit. So, Ag + can be determined in the concentration ranges larger than 8.3×10 M Cu 2+ ion, respectively, which sugggested that the electrode B could be used to determine Ag + content in the presence of Cu 2+ ion of at least 10-fold concentration.
Preliminary applications
The proposed electrode B was found to work well under laboratory conditions. It was used as an indicator to determine the end-point in the direct potential titration of 1.0×10 -3 M KCl solution with 5.0×10 -3 M AgNO 3 . As shown in Fig. 5 , the resulting titration curve gave a relatively sharp inflection break at inflexion point. In order to investigate the utility of the proposed Ag + -ISE in medicinal analysis, the potential response toward drug preparations was also investigated. Vitamin B 1 (V B1 ) is a chloride salt which has two chloride ions in a Vitamin B 1 molecule. The potential titration using the electrode B as the indicator one could be applied to the determination of the V B1 content in Vitamin B 1 tablets. The resulting titration curve is shown in Fig. 6 . The content (w) of V B1 obtained was 15.22% ± 0.5 (n=3). For comparison, the content of V B1 given by the conventional titration method, Table 2 were found in good agreement. Moreover, at 95% confidence level ( f = 3), the obtained t value and F value don't exceed the critical t value (3.18) and F value (9.28), indicating that there is no significant difference between the two methods with regard to precision and accuracy. Moreover, to demonstrate the analytical usefulness of the proposed Ag + -ISE in environmental analysis, it was used for silver content assay in waste fixing solution for photography (Samples 1 and 2 in Table 3 ) and electroplating wastewater (Samples 3-5 in Table 3 ) collected from local Xianghui Photographyshop and Electroplating Factory, respectively. The silver content was determined by using Gran's plots method 32 with the electrode B as the indicator and compared with that given by AAS. The statistical comparison for the results was performed with regard to precision and accuracy by using t test and F test. From Table 3 , we can see that the silver content in waste Wen-Ju Xu, Ya-Qin Chai, and Ruo Yuan fixing solution and electroplating wastewater given by the two methods shows good agreement. At 95% confidence level ( f = 3), the lower t value and F value than the critical t value (3.18) and F value (9.28) indicates that there is no significant difference between the two methods concerning precision and accuracy. The above observations display that the proposed electrode B can be successfully used to determine silver content in real samples.
CONCLUSION
In this work, two amine phenol ligands, N,N'-bis(2-hydroxybenzyl)-1,3-diaminopropane (L1), N,N'-bis(2-hydroxybenzyl)-2,2-dimethyl-1,3-diaminopropane (L2), were used as the sensing carriers to construct ISEs, and a Ag + -ISE based on L1 was successfully prepared and characterized. The experimental observations indicated that the resulting electrode B incorporating L1 exhibited preferential potential recognition process and near-Nernst potential analytical performances toward Ag + in a wide linear range with a low detection limit. The proposed electrode could be used for silver assay in presence of Cu 2+ ion at 10-fold concentration at least. The excellent potential response characteristics such as near-Nernst sensitivity and high selectivity to Ag + over other tested cations could lead to the satisfactory measurement capabilities of silver concentration analysis in medicinal samples, environmental samples and etc.. Thus, the proposed Ag + -ISE based on L1 would be a promising and an alternative substitute for the silver assay in actual samples. 
